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BeGraft (Bentley) BeGraft PLUS (Bentley)

BeGraft in Fenestrations A
Available in all diamet d lenath * BeGraft PLUS in Branches
A — High radial force, kink-resistant and flexible
* Lengths: 22/23, 27/28, 37, 57 a
A — 7F compatible
— 6F compatible -
— Visibility — Visibility

.Sandwich design"




Celiac Artery Branch with BeGraft PLUS 8x57
r’

Multicenter Study ~ > Eur J Vasc Endovasc Surg. 2025 Mar:69(3):444-451
doi: 10.1016/j.ejvs.2024.10.046. Epub 2024 Nov 6.
Midterm Outcomes of the BeGraft and BeGraft Plus
Bridging Covered Stents for Fenestrated and
Branched Endovascular Aneurysm Repair

Athanasios Katsargyris ', Natasha Hasemaki 2, Melad Abu Jiries 3, Chris Klonaris 2,
Eric L G Verhoeven 2, Pablo Marques de Marino 3

Graft ,On-Label” Study

* Purpose: provide an on-label indication for use of the BeGraft
in Fenestrations

* Physician-Initiated Trial Investigating the BeGraft Stent Graft
System as bridging stent in FEVAR for complex aortic
aneurysms
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[N R Long Term Outcomes of the Advanta V12 Covered
Bridging Stent for Fenestrated and Branched Endovascular Aneurysm Repair
in 1 675 Target Vessels

Athanasios Katsargyris *, Natasha Hasemak, Pablo Marques de Marino, Melad Abu Jiries, Nargis Gafur, Erc LG. Verhoeven

‘Department of Vascular and Endovascular Surgery, General Hospital & Paracelsus Medical Universty, Nuremberg, Germany

Fenestrations
98.3 +0.4% at 5 years *
98.1 +0.5% at 8 years *

Estimated Patency

Branches
90.0 £ 2.2% at 5 years *
87.3 +2.9% at 8 years *

Comparison

BeGraft/BeGraft PLUS (N= Advanta V12 (N=1675)

I a———
T et

P=0.47,Ns
Inferior patency rates for
Branches vs Fenestrations
Similar patency rates for Pt
Fenestrations & Branches N

Results at 12 months: On-Label Indication for
FEVAR

Patency at

&
o 2 (2.44%)

Patency at 1 Year per Vessel in 82 Patients: 259/261 (99.3%)

* 1 CT occlusion on DUS; 1 SMA Occlusion TA
(both incidental findings — no clinical events)
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Dedicated Evolution: BeFlared in FEVAR BeFlared

¢ 2-in-1 design:

* Inflation + Flaring in one Step * Official Launch at LINC 2025

* Fenestration Marker = « Early Launch Collaborators (in alphabetical order)
« Precise Positioning . N Auckland, Copenhagen, Genova, Giessen, Hamburg, London,
Linz, Lugano, Maastricht, Munich, Niirnberg and Paris.

* On-Label!

8. doi: 10.1016/}¢j¢s 2025.1005:

Early Results from the BeSafe Multicentric
Prospective Study Evaluating a New Dedicated

> EurJ Vasc Endovasc Surg. 2025 Jan 21:51078-5884(25)00075-9. doi: 10.1016/}.€jv5.2025.01.029. Bridging Stent for Fenestrated Endovascular
Online ahead of print. Aneurysm Repair

Initial Experience with the BeFlared Bridging

Covered Stent for Fenestrated Endovascular o

Aneurysm Repair e

Athanasios Katsargyris !, Stephan Haulon 2, Eric L G Verhoeven 3; Early Launch Collaborators

Affiliations 4+ expand
PMID: 39848535 DOI: 10.1016/j.¢jvs.2025.01.029
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BeFlared as Dedicated Product: Advantages

 Shorter Procedure time: 2-3 minutes per Target Vessel

 Shorter Fluoroscopy time: ~ 1 min per Target Vessel

* More important...
—Easier precise Positioning
—Avoid Risk of (costly) Mistakes

Conclusions

Interest of Medical Companies makes the difference
— From allrounder products in small steps towards dedicated products
— BeFlared first DEDICATED product (purely FEVAR & on-label)

Users

— Dedicated Product more easy to use, more effective

Niirnberg Experience with BeFlared

* Patients: N=64; Beflared Stents: N= 181
* Technical Success: 100%

« ,Extra” Dilatation with 2cm PTA Balloon: N=2 (1.1%)
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