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Where ?
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Recommendation 1: We recommend sclerotherapy for  all types of veins, in 
particular:
• . Incompetent saphenous veins (GRADE 1A)
• . Tributary varicose veins (GRADE 1B)
• . Incompetent perforating veins (GRADE 1B)
• . Reticular varicose veins (GRADE 1A)
• . Telangiectasias (spider veins) (GRADE 1A)
• . Residual and recurrent varicose veins after previous
• interventions (GRADE 1B)
• . Varicose veins of pelvic origin (GRADE 1B)
• Varicose veins (refluxing veins) in proximity of leg
• ulcers (GRADE 1B)
• . Venous malformations (GRADE 1B)
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Off-label
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Table 4. Suggested concentrations of POL and TDSS in foam sclerotherapy 4, 7, 10, 12, 

14,16-22 ,24-26 ,30-37, 39, 47, 51, 129,130

Indications
Concentration % POL, 

Polidocanol
Concentration % of TDSS, 
sodium tetradecyl sulfate

Telangiectasia Up to 0.5 Grade 1B Up to 0.25 Grade 2C

Reticular varicose veins Up to 0.5 Grade 2C Up to 0.5 Grade 2C

Dependent varicose veins Up to 2 Grade 1B Up to 1 Grade 1C

Saphenous 
veins

<4 mm Up to 1 Grade 1B Up to 1 Grade 1C

> 4 mm and
< 8 mm

between 1-
3 Grade 1A between 1-3 Grade 1B

>8 mm 3 Grade 1A 3 Grade 1B

Incontinent perforators
between 1-

3 Grade 2B between 1-3 Grade 2B

Recurrent varicose veins
between 1-

3 Grade 2B between 1-3 Grade 2B

Venous malformation
between 1-

3 Grade 2B between 1-3 Grade 2B

Guidelines
(from the European recommendations 2022)
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Guidelines
(from the European recommendations 2022)
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Guidelines
(from the European recommendations 2022)

Guidelines
(from the North American recommendations 2023)
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• 28 RCT
• No significant differences in the SAFETY of the different 

sclerosant agents concentrations
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When?

• EVERYDAY
• Respect for manufacturing rules and equipment 
• Compliance with concentrations and volumes
• Compliance with local rules

And  …non coumpounded endovenous microfoam ?
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• Recommendation 20: We recommend the use of a three-way stopcock (Tessari 
method) or two-way connector (Tessari-DSS method) for the generation of 
sclerosant foam for all indications (GRADE 1A).
• Recommendation 21: We recommend air as the gas component for generation of 

sclerosing foam for all indications (GRADE 1A) or a mixture of carbon dioxide and 
oxygen (GRADE 2B). 
• Recommendation 22: We recommend a ratio of liquid sclerosant to gas for the 

production of a sclerosing foam of 1 / 4 (1 part liquid / 4 parts air) to 1 / 5 (GRADE 
1A). 
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Thank you for your attention


